Introduction
The reported rate of cerebrospinal fluid (CSF) leakage after craniotomy ranges widely from 4% -32% [1] [2] and, specifically, up to 17% after infratentorial approaches [3] [4] . CSF fistulas are not the only significant contributors to a surgical site infection [5] . CSF leakages are among the most frequently reported indicators for surgical revisions, frequently delaying the start of adjuvant treatment and early rehabilitation in neuro-oncological diseases or after brain trauma. Furthermore, the annual socioeconomic burden is high due to extensive re-treatment of the CSF-fistula [6] .
A watertight dural closure can be achieved by direct suturing of the dural rims; eventually, an autologous graft-like muscle flap or periosteum is placed on visible gaps and fixed to the dura by additional sutures or with fibrin glue. However, in many cases, it appears safer and more comfortable to cover obvious gaps with adherent collagenous layers. A variety of artificial sealants of this type are available; some are suturable and others are simple onlays, pressed on the dural matrix with wet or dry cotton.
The novel dural onlay, Hemopatch® (Baxter Deutschland GmbH, Unterschleißheim, Germany), has only been released recently [7] . It is a polyethylene glycol-covered matrix, derived from the bovine dermis, which has been proven to be an effective sealant in animal models and in clinical practice [8] [9] [10] [11] . Herein, we present our first clinical experiences in different intracranial, supra-/infratentorial procedures with the Hemopatch as a dural sealant. We focused on the rate of wound healing disorders, such as CSF leakages and wound infections, within 12 weeks after surgery.
Materials And Methods
We retrospectively analyzed 22 consecutive patients (11 females, 11 males, mean age: 49.8 years, range: 15 -77 years) in whom the Hemopatch was used as the only artificial dural add-on after the dural rims had been adapted by suture as tightly as possible. All patients were treated surgically for the first time (no reoperation), no fibrin glue, and no other additional artificial material was used. According to our standard, all patients received a single-shot intravenous antibiotic before skin incision. The bone flap was fixed with plates and mini-screws in all cases. All patients were operated on by one responsible neurosurgeon (KMS). The charts and surgical reports were screened and the postoperative scans, computed tomography (CT) or magnetic resonance imaging (MRI), were evaluated. On the basis of the surgical reports and according to the intraoperative video captures and photographs (conducted in 20 patients), a distinction was made between no visible gaps between dural rims (Figure 1) , small dural gaps < 3 mm ( Figure  2) , and large dural gaps > 3 mm ( Figure 3) . The Institutional Review Board of the University of Regensburg approved this study (#18-1177-104). The Hemopatch was applied strictly according to the manufacturer´s recommendation : the matrix was applied dry to the dural surface, and then a dry gauze pad was gently pressed onto it for 120 seconds. In some cases, a multilayer technique was used. For the vast majority of patients, wound healing was unaffected with no CSF leakages or fistulas. The overall revision rate during follow-up of three months was 13.6% (n = 3); the surgical revision rate due to wound healing disorders (CSF leakage and infection) was 9% (n = 2). The rate of CSF leakage (n = 1) and of wound infection (n = 1) per se was 4.5%, respectively.
FIGURE 4: Additional covering with the Hemopatch
In one case of a patient with dural reconstruction after the removal of a large convexity meningioma, a CSF leakage was observed. In this patient, the surgical revision was conducted for secondary reconstruction and securing of the dural defect with an additional periosteal flap.
In one patient, early wound infection (within seven days after surgery) was encountered which required re-opening of the wound and evacuation of pus. Subsequently, this patient was treated with intravenous and oral antibiotics for two weeks.
One patient suffered from remote cerebellar hemorrhage, unrelated to the dural closure. We observed no other intracerebral, subdural, epidural, or subcutaneous hemorrhage resulting in surgical revision.
Discussion
In this small, retrospective series of consecutive patients with different kinds of neurosurgical approaches to heterogeneous intracranial lesions, the surgical revision rate was quite low. The variety of intracranial lesion in this series represents the daily routine of a dedicated academic neurosurgical center.
Primary watertight dural closure forms a mainstay in intracranial neurosurgery as revision surgery carries a decided additional risk for patients [12] , often resulting in prolongation of the hospital stay, and significantly increases the possibility of further internal and surgical complications [6, 13] . The start of the adjuvant treatment has to be postponed or interrupted subsequently, especially in patients with malignant cerebral tumors and postoperative CSF leakages or wound infections, which may lead to iatrogenic neurological deterioration and impaired overall outcome.
In this small and retrospective study, the overall surgical revision rate within three months was 13.6%. In one patient, a remote cerebellar hemorrhage within the crus cerebelli occurred and led to emergency repeat craniotomy with hematoma evacuation. Obviously, this complication was unrelated to the choice of dural sealant, and thus, the surgical revision rate with respect to any wound healing disorder was 9%. According to the most recent meta-analysis of postcraniotomy complications by Kinaci et al. [14] , and for a more reproducible analysis of these two most important wound healing disorders, we distributed them into noninfectious postoperative CSF leakage and wound infection without CSF leakage. In both groups, we had a rate of events of 4.5% each, which is below the reported range of CSF leakages (8.2% -8.5%) and within the reported range of infectious disorders (1.0% -5.6%). However, the small patient number in our series relativizes this conclusion [14] .
In our opinion, the administration of easily applicable dural sealants, such as the Hemopatch, can help to decrease the risk of revision surgery due to wound infections and CSF fistulas. As a topical sealing hemostat, this polyethylene glycol-covered matrix has already been evaluated in general surgery [8, 10] and in cardiac surgery [11] . The clinical results were encouraging, and no relevant neurotoxic complications were documented in animal testing [15] .
Accurate dural suturing, replacement of large defects with autologous tissue, and careful repositioning of the bone flap remain the basis of any wound closure following craniotomy. However, the application of a dural sealant does support watertightness [2] [3] . Furthermore, it significantly reduces the rate of surgical site infections after neurosurgical operations [14] . In our series, we found no adverse event or allergic reaction related to the Hemopatch, except for the one patient with the wound infection, and in this case, it was not possible to eliminate entirely the contribution of the collagenous material to the wound healing disorder. Despite the two wound healing disorders in our population, we conclude that Hemopatch is a safe and feasible material to seal dural defects in cranial neurosurgery. However, large and prospective clinical trials are still warranted in order to explicitly evaluate the efficacy of the novel dural sealant, Hemopatch.
Strengths and limitations
This study represents the typical neurosurgical spectrum of an oncological and vascular center. In our opinion, one of the strengths lies in the incorporation of different approaches, including those approaches to the posterior fossa. We have not used any additional artificial or autologous material for closing dural defects, and we can provide a reasonable median followup of three months.
However, apart from the retrospective design, the small population, and the lack of a control group, this study has several limitations. No spinal procedures have been included, no reoperations, and, in this consecutive series, no patient with an elevated CSF pressure due to hydrocephalus internus was treated.
Conclusions
In this small retrospective study, the use of the dural onlay, Hemopatch, was found to be effective, safe, and feasible. Further controlled and prospective trials should subsequently evaluate the efficacy of different dural sealants.
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